This work presents the development of a portable grazing exit X-ray fluorescence (GE-XRF) system (geometric 90° -0°) that can be applied in several areas of science and technology. The portable GE-XRF system employs a mini lowpower (anode of Au) X-ray tube, a SiPIN detector and quartz-disc reflectors as sample support (sample carrier). The grazing exit angle was experimentally determined by measuring with a cooper solution (10 μg.g -1
INTRODUCTION
Total reflection X-ray fluorescence (TXRF) analysis is a well-known surface-sensitive and trace analytical method [1, 2] . Grazing exit X-ray fluorescence (GE-XRF) is a new development in X-ray fluorescence analysis related to TXRF [1] .
In grazing incidence X-ray fluorescence -the conventional method (GI-XRF) -the primary X-ray beam irradiates the sample at grazing incidence angles and is totally reflected at the sample carrier, with the X-ray fluorescence (XRF) being detected perpendicular to the sample. On the other hand, in GE-XRF the primary X-ray beam irradiates the surface of the sample at an angle of 90°, with the XRF being detected at grazing exit angles. Grazing incidence and grazing exit XRF (GIE-XRF) is a combination of the two methods, wherein the primary beam is directed toward the carrier at grazing incidence and the XRF is detected at grazing exit. Both angles are about zero in this arrangement, while the angle between both beams is 90° [1] .
Grazing exit-XRF can be regarded as an inverted GI-XRF experiment where the X-ray source and detector are exchanged [3] . Becker et al. (1983) demonstrated the equivalence of both techniques from a physical point of view through the principle of microscopic reversibility and reciprocity [4 -6] .
The technique of GE-XRF has been applied in trace element detection, environmental and biological studies, characterization of thin-film and depth profiling [2, 3, 6 -11] . Besides that, the configuration of the GE-XRF allows it to be combined with micro-XRF sources, making micrometric analysis, surface scanning analysis and mapping applications possible. This GE-µ-XRF can be employed using polycapillary X-ray optics [3, 6, 8 -10] .
This work presents the development of a portable grazing exit X-ray fluorescence (GE-XRF) system using a low-power X-ray tube. The development of this portable GE-XRF system was based on the study of Ashida and Tsuji [2] . Figure 1 shows a schematic representation of the GE-XRF experimental setup.
MATERIALS AND METHODS

Experimental setup
Figure 1: GE-XRF portable system
In the portable GE-XRF system, the X-ray tube was placed at 90° and the detector at about 0°, both angles relative to the sample carrier surface. The sample holder was positioned on top of an X direction-stage (micrometer, minimum resolution: 10 μm/step) under an angular goniometer (angular
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The X direction-stage and the angular goniometer were used to position the sample carrier at the grazing exit angle. Furthermore, the X direction-stage was used to find the optimal distance from sample carrier to X-ray tube and detector. The optimal distance occurs when the ratio of element intensity to its background (I/B) is maximized. Then, in the same way, an angular scan was performed to find the optimal exit angle, which occurs when I/B is maximized.
A monoelemental sample of cooper (Cu) was used in these tests due to its absorption edge for Kline (8.90 keV) being very close to the excitation energy of the L-lines of the X-ray tube (Au anode, Lα = 9.71 keV and Lβ = 11.44 keV).
Sample preparation
A sample solution with copper (CertiPUR Reference Material, MERCK, stock solution 1000 mg/L) was used to characterize the portable system by determining the position and optimal exit angle for this sample. The sample was diluted with Milli-Q water to a final concentration of 10 μg.g -1 and a 15 μL aliquot was pipetted onto the reflector quartz.
The establishment of the sensitivity curve and the validation of the GE-XRF system were performed using two multielement solutions prepared in-house. The sensitivity curve was obtained using a multielement solution containing the following elements: P, S, Ca, Sc, Ti, V, Cr, Fe, Cu and Ga (stock solution with concentrations ranging from 10 to 800 μg.g -1 ). To validate the analysis methodology of the GE-XRF system, a multielement reference solution containing the elements S, Ca, V, Cr, Fe, Cu and Zn (stock solution with concentration ranging from 15 to 600 μg.g -1 ) was used.
The element V was added in both solutions as an internal standard. The solutions were then shaken for homogenization and a 15 μL aliquot was pipetted on the reflector quartz. The samples were prepared in triplicate.
Analytical Method
The X-ray tube was operated at a voltage of 20 kV and a current of 100 µA in all analyses. Measurement time varied for each analysis, so the measurement time in the positioning and stability tests was 300 s. On the other hand, the measurement time to obtain the sensitivity curve and detection limits was 1000 s. Grazing exit-XRF spectra were processed using the software PyMCA (Python Multichannel Analizer) [12] .
Detection limits (LD) were calculated as established by Currie (1968) and later by Tiwari (2005) (Eq. 1) [13, 14] :
where Bg is the background intensity, Ci is the concentration of element i and Ii is the intensity of element i. All peak intensity and background evaluations were done with the software PyMCA.
RESULTS AND DISCUSSION
Figures 2a and 2b show the variation of the X-stage and angular scan, respectively, for the intensity of Cu, background and I/B (ratio of Cu intensity to background intensity).
The optimal position for the Cu sample was found by analyzing the ratio I/B. In optimal position, the distance from X-ray tube to the sample, and from the sample to the detector, were approximately 17.0 mm and 35.0 mm, respectively. Figure 2b shows the angular scan for the Cu sample. After finding the optimal distance, an angular scan was performed at this position. The optimal exit angle for this sample was approximately 0.20 ± 0.05 degrees. This result is in agreement with the theoretical critical angle for the Cu K-line energy using a quartz reflector, which is about 0.23 degrees.
For the stability and reproducibility tests of the system, thirty sequential measurements and thirty measurements altering the positioning of the sample in each measurement were performed, respectively, using a Cu sample. The stability and reproducibility tests presented coefficients of variation of 2% and 4%, respectively, demonstrating that the portable system was stable. Figures 3a and 3b show the XRF spectra for the Cu sample. Fig. 3a. shows the XRF spectrum obtained in grazing exit condition. The I/B ratio for Cu was 28. Peaks of Ar (the experiment was performed in air) and Au (X-ray tube anode) also appear in the GE-XRF spectrum. Fig. 3b shows the XRF spectrum obtained out of grazing exit condition. In this spectrum the I/B ratio for Cu was 8, which demonstrates a large contribution by the baseline (background), which occurs because of greater interaction of the emerging beam on the reflector outside the critical angle (large Si peak). Figure 4 shows the sensitivity curve for the GE-XRF system. The sensitivity curve was calculated using a multielement solution containing 10 elements, and was adjusted to a polynomial curve of the 3 rd degree with R 2 = 0.99.
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Figure 3: Typical GE-XRF spectrum for the Cu sample: (a) in grazing exit condition and (b) out of grazing exit condition
A multielement reference solution was used to obtain the detection limits of the system and to validate the quantitative methodology. Figure 5 shows the spectra obtained for the grazing exit condi- Table 1 shows a comparison between the results obtained with the developed GE-XRF system and the reference values (average ± standard deviation, coefficient of variation, relative error and detection limit). 
CONCLUSION
The portable GE-XRF system developed was efficient, showing that it is possible to produce grazing exit X-ray fluorescence using a low-power X-ray tube, a SiPIN detector and a quartz optical disc. Initial results showed that the background was drastically reduced at the grazing exit angle.
This feature allows the analysis of trace elements, which makes the system very important in environmental and biological studies. It was also possible to quantify the elements S, Ca, Cr, Fe, Cu and Zn with accuracy, having an average relative error of about 6%. Detection limits were compatible with the detection limits found in the literature. Some improvements are being implemented to the system, such as decreasing the sample-detector distance. We believe that this represents the first portable GE-XRF system operating with a low-power tube developed in Brazil.
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